Attendance Sheet for Pre Bid minutes Meeting

11ICT30062025 Infra CEPT3 Supply, Installation and commissioning of Supply, installation and
commissioning of Quadrupole Gas Analyzer D - ¢ /9' 2 Q8
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File Ref. No. 11ICT30062025 Infra CEPT3Dt: 01/08/2025
CPPP Tender ID :2025_CSIR_242338_1

Minutes of Pre-Bid Conference (PBC) held on 01/08/2025 for proposed
procurement of “Supply, installation and commissioning of Quadrupole Gas
Analyzer

Chairpersons / Members of the Technical Sub Committee (TSC) present during PBC
including domain expertspresent during PBC:-
1. DrN Lingaiah Chairman
Dr. Pratyay Basak, Member
Dr. Jithender Reddy, Member
Dr. Sreepriya Vedantam, Member
Sri. D. Venkateswara Rao, Member
IO/PL —Dr. Sumana C
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Representatives of the following firm attended the PBC:
1. M/s. BVK Technologies, Hyderabad
2. M/s. Spectrum Automations and Controls, Faridabad

The following points were discussed during the PBC:

Query raised by M/s. Spectrum Automations and Controls, Faridabad, and response of
CSIR-IICT:

Query - 1: Request to increase the delivery time to 6 months
Response: Extending the delivery time to 6 months will halt the research activity. Therefore,
no change in the delivery schedule is accepted.

Query - 2: Clarification on warranty terms
Response: The equipment includes a one-year standard warranty and a comprehensive
Annual Maintenance Contract (AMC) for an additional two years.

Query - 3: Suggestion to consider the number of gases up to 32, mass range up to 200 amu
or more

Response: Specifications 3, 8 are revised as per the suggestion.

Query - 4:Clarification needed regarding the power supply to the instrument.
Response: Indian standard power supply of 230 Volts AC required.

Query raised by M/s.BVK Technologies, Hyderabad, and response of CSIR-IICT:

Query - 1: Preferred currency for quotation
Response: The vendor is advised to quote in their local currency.



Points clarified by CSIR-IICT Team during PBC:

The firm informed that they do not have problem with other points of tendered
specifications and requirements. Participating bidders have been informed that points
raised by them during PBC will be examined by CSIR-IICT’s Technical Sub Committee (TSC)
constituted for the purpose of procurement of said equipment and post PBC changes in
tendered specifications and requirements to be agreed after due consideration of the same
by TSC, if any, will be uploaded in CPPP as part of revised/amended tendered
specifications.

Minutes of the PBC with changes agreed (if any) will be uploaded in due course at CPPP for
information and reference of prospective bidders on or before 09/08/2025. All bidders are
requested kindly to take a note of changes in tendered specifications subsequent to PBC
held today, i.e. 01/08/2025 before they start submitting their online bids through CPPP.
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Revised Specifications/Corrigendum

File Ref. No. 11CT30062025 Infra CEPT3 Dt

S. Description Previous Specifications Revised Specification
No
3 Mass range 200 amu or more Up to 200 amu or more
8 Quantitative Standard gases: H,, 0,, N,, CO,, Up to 32 gases involving standard "2
Gas Analysis CO, H,0, CH,, C,H, etc; Corrosive gases: H,, 0,, N,, CO,, CO, H,0, CH,,
and gases: NH,, H,S and volatile organic | C,H, etc; Corrosive gases: NH,, H,S,
Compatibility compounds and hydrocarbons volatile organic compounds and other
hydrocarbons
17 | Multi-port gas =  The multi-po__rt gas_fc_ed\ing B =  The module should have 8 ports to
feeding module Wltf% 8 ports: sio.len\oic\iL or facilitate the on-line gas sample
module pneumatic valves, supporting analysis from 8 different setups
flow rates up to 2 SLPM per port, simultaneously.
SS (316L) or PTFE/PEEK for =  Ports: solenoid or pneumatic -
corrosive gases, operates up to valves, supporting flow rates up to
2 bar pressure and 150°C. 2 SLPM per port, SS (316L) or
= Provide rapid switching (<1 PTFE/PEEK for corrosive gases,
second), leak tightness (10~° operates up to 2 bar pressure and
mbar-l/s), with standard 1/8"/ 150°C.
1/4" Swagelok connections. = Provide rapid switching (<1
= Digital control (Ethernet, RS- second), leak tightness (107°
232, USB) and full automation mbar-l/s), with standard 1/8"/ 1/4"
via QGA software, with optional Swagelok connections.
purge functions = Digital control (Ethernet, RS-232,
USB) and full automation via QGA
software, with optional purge
functions
22 | Warranty For the instrument, including PC and

For the instrument, including PC and




all software, 3 years onsite
comprehensive warranty and 3
years AMC after the warranty should

be quoted.

all software, one-year standard
warrantee and a comprehensive
annual maintenance contract (AMC)

for another 2 years.

23

Power

requirements

230V compatible with Indian Standard
Power Supply

All the other tender terms remain unchanged. Bidders may please submit their bids
accordingly.
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