File Ref. No. IICT/0407/25-26/EQPT Dt: 22-07-2025

. CPPP Tender ID : 2025_CSIR_241012_1

Minutes of Pre-Bid Conference (PBC) held on 22-07-2025 for proposed procurement

of “Supply, installation and commissioning of “GC Chromatography-single

Quadrupole Mass Spectrometry with Auto Sampler El and CI”

Chairpersons / Members of the Technical Sub Committee (TSC) present during
PBC including domain experts present during PBC:-

Dr. N.Lingaiah, Chairman

Dr.PratyayBasak, Member

Dr.G.Jithender Reddy, Member

Sri. D. Venkateswara Rao, Member

Dr.SreepriyaVedantam, Member

IO Dr. Nagaraju Rajana
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Representatives of the following firm attended the PBC:
1. M/s Spincotech /Shimadzu
2. M/s Chemtech/Agilent Technologies
3. M/s Perkin Eimer
4. M/s Smart Lab tech pvt.itd

The following points were discussed during the PBC:

Query raised by M/s. Spincotech /Shimadzu and response of CSIR-IICT:

Query-1: Vial capacity is 1.5 mL as per Shimadzu instrument catalogue for SQD GCMS
Response: Vial Capacity will be updated in the revised specification as 1.5 mL or 2.0 mL.

Query-2: Instrument detection limit is 10 fb as per Shimadzu instrument catalogue for
SQD EI-GCMS.

Response: Our research requirement is 2fb or less for trace level qualitative and
quantitative analysis.

Query-3: In Shimadzu, the quadrupole heaters are in-inbuilt with instrument and no
separate consumables are needed.

* Response: If the quadrupole heaters are in-inbuilt, no need to provide extra spares.

R et



Query raised by M/s. Chemtech /|Agilent Technologies and response of CSIR-
“MICT:

Query-1: 1500:1 S/N should be more for El sensitivity
Response: Above 1500:1 S/N is better for sensitivity
Query-2: Currently the Mass Hunter software is compatible with AMDIS software.

Response: The compatibility of Mass Hunter software with AMDIS software along
with capability of new library, followed by search algorithm must be demonstrated on
the existing GC-MS/MS system before submitting the price bid.

Points clarified by CSIR-IICT Team during PBC:

The representatives of the participating firm/further informed that they do not have
any issue or suggestion with respect to other points of tendered specifications and
related requirements given in the tender document. Participating bidders have been
informed that points raised by them during PBC will be examined by CSIR-IICT’s
Technical Sub Committee (TSC)/Technical team constituted for the purpose of
procurement of said equipment and post PBC changes in tendered specifications
and requirements to be agreed after due consideration of the same by TSC, if any,
will be uploaded in CPPP as part of revised/amended tendered specifications
along with CSIR-IICT website www.iict res.inon or before 02-08-2025. All bidders are
requested kindly to take a note of the changes, if any, in tendered specifications
subsequent to PBC held today, i.e. 22.07-2025 before they start submitting their
online bids through CPPP.
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The following changes has been made in tendered specification subsequent to
PBC held on 22.07.2025

S. No. Existing Specifications Revised/Amended
_ _ | Specifications
1 Vial capacity: 2 mL Vial capacity: 1.5 5 mL or 2 mL
i (Section 1.4, b) (Section 1.4, b)
2 One time relocation should be One time relocation should be
considered after installation considered after installation for
.= | | 3 free of cost .

All the other tender terms remain unchanged. Bidders may please submit their bids
I accordingly.
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